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Issues on the solar system chronology:

Martian Absolute Chronology
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Issues on the solar system chronology:

Martian Absolute Chronology

1V In-situ age measurements
A Age data of known geologic unit
A Iterative measurements
A Contributionsto sample return missions

e es® Y Previous missions
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Principle of KAr measurement

A 40K decays td°Ar
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Principle of KAr measurement

Isochron age?

A Whole rock analysis
I Small variation in bulk K Different rocks

in an outcrop

I Less reliable i1sochron

A Measuring Ar/K in a sma
spot size(~mineral grain) Isochron age

I Cover large K range
to obtain good isochron




Ultimate Goal

V Develop an Irsitu iIsochron dating instrument

I Required accuracy
10% forMartian Chronologymission(e.g., 3.20.3 Ga

Approach

K & Armeasured with LIBS+QMS




Spot analysis with laser ablation

\ Laser ),f'

Plasma vapor

Advantages:

V K/Ar extracted & measured from the
same spot(~500 1)
V Abllity of isochron measurements

Challenges:

V WeakK emissiorunder the high
vacuumcondition(<1¢? Pa)
V' Smallamount of Arextracted by laser

¥ ablation
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Objectives of this study

\ Laser }j 40Ar/36Ar
| A

Plasma vapor

40K/36Ar

'V MeasureweakK emissionunder the highvacuum

condition
V Measuresmall amount of lasereleased Ar
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V Constructactualisochron Y In progress
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LIBSQMSsystem

Nd:YAG laser

Pressure
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LIBSQMSsystem
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. Experimental conditions
I n St r u I I l e nt A Laser.Nd:YAQ1=1064nm); pulse width 6 ns;
energy 100nJ; spot 500um; 100 pulses
A Samples: USGS/NIST/AIST standard volcanic rocl«
: A Pressure: 146 Pa

Spectrograph . A Spectrometer: Norgated CCD (Ocean Photonlcs)
= A QMS:emission current=1mASEM=120A.600V

Optical
Fiber

Vlew port | Lens

,’4 Sample lein
the chamber




LIBS calibratiormodel

K20 Calibration Curve withs standards

—— Calibration curve

---- Prediction band ZHT
—— Confidence band o
fooj Residuals

00

0
-100
-200

5000 -

| Spectrum O 777 nnf
K 769 nm \||. \

3000

IK 769nm/|O 777nm

n/\‘ A
- J \/ \\~ :/\ / ‘x“‘_\.»-

2000 -

_ _ K,O [Wt%]
A Internal normalization by O 777 nm
line (Salle+ 2006)

A Powerlaw calibration curve



LIBS calibratiomesults:

Calibration Curve & Prediction Band
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Age measurement of reference sample

(a) Homblende (b) Biotite

Laser irradiation
500 pulses, 2 Hz

MicroscopeV [cim|

Hornble d(KOOQ“)t)

107 S Biotite (K__O 7.1 wt%) l:'

R

’J) 10°

o

L, 10

8

‘s 10 y

é 10" 36Ar : Qun 500.0 1000.0  1409.9

< i . % .
o NS Assumed density:
765 770 775 780 ~2.9 [g/CTTﬂ

Wavelength [nm]

* Atmospheric mixing
subtracted by
40Ar,;=296%3CAr

40 rrad [




Age determination results

Hornblende

Biotite

(a) Hornblende

b

(b) Biotite

Spot 1 Spot 2 Known Spot 1 Spot 2 Known
K,0O [wt%)] 1.13+£0.25 0.87+0.22 0.93* 6.910.6 7.410.6 7.0*
Crater volume 4.3x0.5 4.0+0.4 - 4.5+0.6 4.4+0.3 -
[10-° cm3]
Density [g/cm?] 2.910.3 2.910.3 - 3.1+0.3 3.1+0.3 -
40K [10-12 mol] 3.5+0.8 2.5+0.6 - 24+4 25+3 -
40Ar,.4 [1013 mol] 8.3+0.4 5.7£0.3 4.9 42+1 42+1 43
Age [Ga] 2.1+0.3 2.1+0.3 1.74 1.8+0.2 1.7+0.2 1.80

Age determination turns out to be ratherccurate.

*Nagao, personal comm. (5012)




Dating aEucrite

Millbillillie: K20=~500 ppnMiura+, 1998)
K-Ar age=3.20.4 GaMichel &Eugster 1994)

\

A QMS Spectra

Millbillillie spot 1
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Dating aEucrite

Eucrite
Spot 1 Spot 2 Known
K,O [ppm] 1204520  120+520 500+100*
Crater volume [10 cm?3] 7.520.5 6.6+0.2 -
Density [g/cm?3] 2.940.2 2.940.2 -
40K [10-14 mol] 6.6423.4  5.8+20.5 :
40Ar,4 [10-12 mol] 1.4+0.1  7.85%0.03 -
Age [Ga] 5.5+6.1 4.845.9  3.2+0.4*

*Miura+ (1998, *Michel & Eugster(1994)

A Literature K20 is close to the LOD(~270 ppm)
and smaller than Limit of Quantification(~1 wt%)

A Age measurement is still challenging due to low K20
concentrations.



Dating aEucrite

Eucrite with literature K,O

Spot 1 Spot 2 Known
K,O [ppm] 500+100 500+100 500+100*
Crater volume [10° cm?3] 7.520.5 6.6+0.2 -
Density [g/cm3] 2.940.2 2.940.2 -
40K [10-14 mol] 2.7+0.5 2.4+0.4 -
40Ar, .4 [10-2 mol] 1.4+0.1  7.85+0.03 -
Age [Ga] 3.240.3 2.6+x0.3 3.2+0.4#

*Miura+ (1998, #*Michel & Eugster(1994)

A Age error is largely due to poor K20 accuracy.

A Using literature K20 value yields consistent ages
with reported KAr age.



Dating aEucrite

Eucrite
Spot 1 Spot 2 Known*
AOAr/36Ar 71060 420+50 650+150
SBAr/36Ar 1.7+0.4 1.6+£0.2 ~1.5
40Ar [10> cm3 STP/g] 1.4+0.2 0.940.1 1.1-1.5
36Ar [10-8 cm? STP/g] 2.1+0.3 2.0+0.2 2.0-2.4

*Miura+ (1998)

A Amount & isotope ratio of Ar are consistent with
reported values

Y QMS analyses in the small spot worked well.



Applicabllity of instrument: Detection limits

Three key samples we might encounter on Mars
A HesperianAmazonian bdry.

lava flow
I K20~ 1wt%*?
® i Age~2-3 G&?
A Shergottites®
I K20~ D0 ppm
PS I Age~200 Ma
A Tharsisbasalt
406 /2 [ - - i K20~ ®00ppm¢d?
i Age~3.5 G&?

=270 ppm

LIBS LOD

a Ming+ (2008)

b Neukum+ (2010)
c Bogard+ (2008)
d Boyton+ (2008)

A Our method will be able to measure key geologic units.
A Obtaining isochron and improving accuracy for low K are future work.



